Qualitative Analysis Report

Data Filename  TOX21_400064_TMS 1.D Sample Name NCGC Tox21_400064 from N24 SP109717
Position 336 Instrument Name 5975C_MR
User Name Kirill Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400064_TMS 1.D

21.053 1
1.4+

1.2-

14
0.8
0.6

0.4

0.2

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
21.048

1, B! 27.160

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)

m CAUTION, No Sample Detected
Biological Activity Unreliable

HO-S=0

H,C

PubChem 8

CH
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http://pubchem.ncbi.nlm.nih.gov/summary/summary.cgi?sid=144214025

Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.378-7.430 min, 10 Scans) TOX21_400064_TMS 1.D Subtract

1.75
1.51
1.25-
1
0.751
0.5
0.25

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 2 |+ Scan (7.430-7.464 min, 7 Scans) TOX21_400064_TMS 1.D Subtract

3.5 63.0 78.0

3 47.0
2.5
5 28.0

1.5+
14
92.0 188.2

0.5
130.8 148.1
oLl L.t ““MM MM‘\M il H\‘\ L1l ‘\ If ‘\ i ‘\ 1l \115'7 s -l 11l

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4 |+ Scan (7.476-7.580 min, 19 Scans) TOX21_400064_TMS 1.D Subtract

3 126.0
2.5

2
1.5+ 69.0

14 78.0
45.0 61.0

0.5 28.0
A h“.sﬁg." gso 970 1140 | 1339 1580 187.9

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

173.0
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x104 |+ Scan (7.945-8.060 min, 21 Scans) TOX21_400064_TMS 1.D Subtract

61.0
2.5+

2
1.5

1] 73.0

149.0
0.5 45.0 100.0

0 eI R Y M -2 1820 | 1690 198.0 2160 2451

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (21.021-21.102 min, 15 Scans) TOX21_400064_TMS 1.D Subtract
8 3133
75.0

43.1 103.0

29.1 |
T I \I

S

L .Hdl l||| ||‘||.|| ||.I|| || 129.0 157.1 185.1 227.2 255.2 297.3

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 32
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400064_TMS 2.D Sample Name NCGC Tox21_400064 from J08 SP109722
Position -32 Instrument Name 5975C_MR
User Name Kirill Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400064_TMS 2.D

14
0.8+
0.6
0.4+
0.2+

0

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
7 21.038

1 9.400 13.534 AJ

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.378-7.482 min, 19 Scans) TOX21_400064_TMS 2.D Subtract
147.0
2] 64.0
1.5
1 73.0
29.0 47.0 92.0

0.51 78.0 103.0
ol ‘ .‘.||||.‘. R P D P 2 N (=X

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 4
3.5

3,
2.5+
24
1.5
14
0.5 |

0

+ Scan (7.482-7.574 min, 17 Scans) TOX21_400064_TMS 2.D Subtract

69.0

78.0
45.0 61.0

‘ 86.0 97.0 | 114.0

126.0

139.0

173.0

158.0

28.0 | |
150‘ ||I‘ L ‘ |||‘| ||‘| 1 ‘ ‘
20 30 40 50 60 70 80

90 100 110 120 130 140 150 160 170 180
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 3

1.2-

1
0.8
0.6
0.4
0.2

+ Scan (7.765-7.835 min, 13 Scans) TOX21_400064_TMS 2.D Subtract

75.0

28.0 45.0 63.0
|||. |||||. [ I|||||. ik,

92.1

129.0

105.0

LA

120.0 I
| L

167 .1

143.0
|

1721

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x104 |+ Scan (7.945-8.095 min, 27 Scans) TOX21_400064_TMS 2.D Subtract
2]
1.5
14

0.5

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x103 |+ Scan (8.575-8.645 min, 13 Scans) TOX21_400064_TMS 2.D Subtract
L 75.0

0.8
0.6 155.0 170.1
127.0

0.4+
45.0

0.2 ; 31.0 61.0 80.0
- 99.0 110.9 ! | | |

0 L m‘\‘\ N AT ‘\“m‘ | \H‘\“ [ )

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)

142.0

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 2 |+ Scan (9.368-9.449 min, 15 Scans) TOX21_400064_TMS 2.D Subtract

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (11.769-11.833 min, 12 Scans) TOX21_400064_TMS 2.D Subtract
1.75+

1.5 1
1.251

1
0.75
0.5

42.0
0.25 185.0
0 L 27‘\.1 ‘ ‘\‘H\ “69‘.0 88\.0 107.9 140-0 H\

20 40 60 80 100 120 140 160 180 200 220
Counts vs. Mass-to-Charge (m/z)

61.0

Spectrum Source
Peak (8) in "+ TIC Scan"

x10 4 |+ Scan (21.015-21.119 min, 19 Scans) TOX21_400064_TMS 2.D Subtract
5 313.3

4 75.0

2 431 103.0

0 1l .|.|‘| ublbly allof] Ll Ly S0 157‘-1 1‘85-1 | ‘227-2‘ 255-‘2 ‘ 29?-3 lL_
20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400064_TMS 3.D Sample Name NCGC Tox21_400064 from 123 SP109729
Position -41 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400064_TMS 3.D
1.751 21.048 1
1.5 ]
1.251

0.75+
0.5

0.25+
11.794 {

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
21.043
8,
6,
4
24
L) 1L 24.244
0

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)

*:. Agilent Technologies Page 1 of 4 Printed at: 12:37 PM on: 5/14/2014



Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.268-7.314 min, 9 Scans) TOX21_400064_TMS 3.D Subtract

281.1
2.5

2]
1.5 73.0

14

0.5 133.0 1929 2211 265.0
0 L 258 41|I.1 59|O- 1l 103.9 [T e 1, 162.9 i \M‘ ‘ || 2347 | .|..

20 40 60 80 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 3 |+ Scan (7.377-7.470 min, 17 Scans) TOX21_400064_TMS 3.D Subtract
7 147.0

73.0

64.0 103.0

1] 200 450 | 78.0 92.0 133.0 1911

0 ‘15'0‘ ||‘ . |||||I‘ .|‘|| | . 1l I‘ : | L . 116? ‘|| . |‘ 1§09 . . ‘l

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4 |+ Scan (7.482-7.574 min, 17 Scans) TOX21_400064_TMS 3.D Subtract
| 126.0

2] 69.0 173.0
78.0
1 45.0 61.0 ‘

1 28.0 970
ol50 7 I, 157.9 192.1

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 3 |+ Scan (7.759-7.817 min, 11 Scans) TOX21_400064_TMS 3.D Subtract
| 75.0
1,
157.1
0.8 129.0
0.6
0.4
0.2 | 64.9 1721
16.0 32.0 450 81.0 101.0 119.9 143.0 | 189.0
‘ 1 : ‘ |, |‘|| II " ||||!|I | J‘II.|||‘| : .‘Il : ! |I‘|I : | |‘ |J‘ ‘l | : I‘ N
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4
3.5
3,
2.5
2
1.5
1,

0.5 45.0

+ Scan (7.939-8.089 min, 27 Scans) TOX21_400064_TMS 3.D Subtract

61.0

73.0

149.0
100.0

132.0 162.0
| Ll

il
40

0 ‘

|l )
100 120 140 160 180
Counts vs. Mass-to-Charge (m/z)

198.0 216.0
200 220

245.0
240

80

60 260

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (8.575-8.674 min, 18 Scans) TOX21_400064_TMS 3.D Subtract
1.75
75.0
1.54
1.25
127.0
LN 170.1
0.754 155.1
0.5
45.0 1420
0.254 85.0
290 55.0 .
0 sl W\\u HM“\H‘M M‘H\‘ | L - A “\ L ‘ | ‘ 192'1‘ ‘ 24"2'1 ‘ ‘ ‘
20 40 60 80 100 120 140 160 180 200 220 240 260 280 300

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

«10 3 |+ Scan (10.797-10.890 min, 17 Scans) TOX21_400064_TMS 3.D Subtract
1.4
1.2

1,
0.8-
0.6-
0.4-

126.0

021 56.0 730 171.9
7o, 430 [l 1.l %0 1160) 1479 | 1879 250.9
20 40 60 80 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x103 |+ Scan (11.769-11.838 min, 13 Scans) TOX21_400064_TMS 3.D Subtract

3.5
3
2.5
24
1.5+
1
0.5 |

20 40 60 80 100 120 140 160 180 200 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x104 |+ Scan (21.015-21.113 min, 18 Scans) TOX21_400064_TMS 3.D Subtract

313.3
8

75.0

103.0

43.1

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---

Agilent Technologies Page 4 of 4 Printed at: 12:37 PM on: 5/14/2014



Qualitative Analysis Report

Data Filename  TOX21_400064_TMS 4.D Sample Name

Position 318 Instrument Name 5975C_MR

User Name Long Acq Method

User Chromatograms

NCGC Tox21_400064 from NO6 SP109738

C1_28-0_2_520_mt384_sndv.M

10 5 |+ TIC Scan TOX21_400064_TMS 4.D

WL

21.046

|

8 9 10 11 12 13 14 15 16

17 18 19 20 21

Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
84 21.041
6,
4
2,
Y - ,L I
0,

8 9 10 11 12 13 14 15 16

17 18 19 20 21

22 23 24 25 26 27

Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.372-7.482 min, 20 Scans) TOX21_400064_TMS 4.D Subtract
31 147.1
2.5
2,
1.5 64.0
1,
47.0
0.5 29,0 92.0 103.0
. 78.0 133.0 191.1
1339 . dull | [ 1eo T 1698 |
n |||I‘ ||‘||I .lll‘ . 1 | -

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 4 |+ Scan (7.482-7.586 min, 19 Scans) TOX21_400064_TMS 4.D Subtract
126.0
1
0.8+
0.6 5910
0.4 78.0 173.0
45.0 61.0
0.27 =P ‘ | 56'O| 97.0 4140 158.0
0 il ||| |..‘| i . 851 | : | 140.0 S}

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4 |+ Scan (7.939-8.049 min, 20 Scans) TOX21_400064_TMS 4.D Subtract

1.44 61.0
1.2

14
0.8+

0.6
04. 73.0

0.2 45.0 100.0 149.0
0 ol ) 889 | 1320 | 1620 198.1 216.1

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 3 |+ Scan (8.581-8.668 min, 16 Scans) TOX21_400064_TMS 4.D Subtract
14 75.0

0.8

155.1
0.6 170.1

0.4+ 45.0 127.1

0.2 59.0 850 142.0
17.0 27.0 :
L L1 |‘Iu| |. Il |L|I||T| L1 ||||‘. | | 99."1 11‘:]'0 L ‘I|| N [ It | |
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

188.1
0 I

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (21.009-21.113 min, 19 Scans) TOX21_400064_TMS 4.D Subtract

4 313.3
3.5 750

1.5 43.1 103.1

0.51 291 129.1
o Ol Lk, 1291 1574 1991 2272 2552 2073 |

L
20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400064_TMS 5.D Sample Name
Position 318 Instrument Name
User Name Long Acq Method

User Chromatograms

NCGC Tox21_400064 from N6 SP109778
5975C_MR
C1_28-0_2_520_mt384_sndv.M

10 6 |+ TIC Scan TOX21_400064_TMS 5.D

0.8+
0.6
0.4+

0.2+

12.111

21.432 1

I

01 -

8 9 10 11 12 13 14 15 16

17

18 19 20 21
Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
i 21.429

1’! [ 11.150

it

8 9 10 11 12 13 14 15 16

17

18 19 20 21
Response Units vs. Acquisition Time (min)

22 23 24 25 26 27
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x104 |+ Scan (7.707-7.771 min, 12 Scans) TOX21_400064_TMS 5.D Subtract
5 126.0
4,
3,
69.0
2 78.0 173.0
1] 45.0 61.0
28.0 56.0 147.0
0l150 ") ||||| ol |, | 859 97|'0 (1140 1329 | 191.0

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 2 |+ Scan (7.991-8.043 min, 10 Scans) TOX21_400064_TMS 5.D Subtract

51 69.( N

3 57.0
2 43

78.0
96.9 114.0 169.9 188.1
[ 1l

i Lo b 1

.0

] : : : : : : : :
60 80 100 120 140 160 180 200 220 240 260 280

Counts vs. Mass-to-Charge (m/z)

14 29.0

m ‘\H\ ! “M
0 ‘ ‘
20 40

Spectrum Source
Peak (3) in "+ TIC Scan"

x102 |+ Scan (8.095-8.170 min, 14 Scans) TOX21_400064_TMS 5.D Subtract
8 75.0
6,
4 129.0 157.0
5] 63.0
41.0 - 56.0 998 116.0 143.0 172.1
0 30\'9 \‘\M ! ‘\‘ L \‘ 85.0 \.J \. ‘\ \- \. 18§'O

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 4 |+ Scan (8.263-8.361 min, 18 Scans) TOX21_400064_TMS 5.0 Subtract

4

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x103 |+ Scan (8.917-8.992 min, 14 Scans) TOX21_400064_TMS 5.D Subtract
1.4

1.2

1,
0.8 127.0 155.0
0.6
0.4 45.0

0.2+ 60.9 85.0
1,

142.0
159 270 | 9901110 \ L \ 1881

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

75.0

170.1

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (11.034-11.110 min, 14 Scans) TOX21_400064_TMS 5.D Subtract

126.0
1.2+

1
0.8
0.6

0.4
60.9(78.0 171.9

027 280 449 | | 969 146.9 188.1 250.9

0 1 ‘.J||.|.. |.‘. A il | 1 | [ | | L |

20 40 60 80 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)

69.0
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (11.121-11.196 min, 14 Scans) TOX21_400064_TMS 5.D Subtract

1.2 6.0

1
0.8+
0.6

0.4+
34.9

0-21 » LS 108.0
’ 18.0 - 125.9
0 ! [ .| ‘ ”l il A “ | L 1481 169.8

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

45.0

Spectrum Source
Peak (8) in "+ TIC Scan"

x103 |+ Scan (12.058-12.174 min, 21 Scans) TOX21_400064_TMS 5.D Subtract
61.0
2.5
2,
1.5
1,
0.5 42.0 185.0
18.0 | 689  gg0 115.9 146.9
00 B Y TGO Y o | | |
20 40 60 80 100 120 140 160 180 200 220

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x104 |+ Scan (21.397-21.478 min, 15 Scans) TOX21_400064_TMS 5.D Subtract
75.0 313.3

4,
3,
2. 43.1 103.0
1,

29.1
ol ..‘.I.|.I.‘..|. |, 1290 1570 185.1 2271 2552 297.3

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320

Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400064_TMS 6.D Sample Name
Position -32 Instrument Name
User Name Long Acq Method

User Chromatograms

NCGC Tox21_400064 from J08 SP109798
5975C_MR
C1_28-0_2_520_mt384_sndv.M

«10 5 |+ TIC Scan TOX21_400064_TMS 6.D

O, st

8 9 10 11 12 13 14 15 16

17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
21.410
5,
4,
3,
2,
1 i
ol 1

8 9 10 11 12 13 14 15 16

17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.528-7.545 min, 4 Scans) TOX21_400064_TMS 6.D Subtract
4 28.0
3,
2 63.0
1] 180 45.0 77.9
105.
oL I‘ | |‘.I N 39'8I‘||| ‘ ‘|| L | 1 84.'9 | | 0.5 0‘ 12?'0 | | 147'9 | |
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (2) in "+ TIC Scan"
x10 2 |+ Scan (7.545-7.563 min, 4 Scans) TOX21_400064_TMS 6.D Subtract
127 35.1 [
N 45.0 63.0
0.8
0.6
0.4+ 30.1 55.9 73.0
0.2- ‘ ‘ | ‘ | 94.0 147.0
oLl L 1y Ll T oy
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (3) in "+ TIC Scan"
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Spectrum Source
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